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Dual Inlet 

Carbon Results 
Z:\MS\S\data\dual inlet\13C\2012\March\120325\S-72918_239878a.caf 

Identifier 1 Identifier 2 Analysis Comment 

239878a DUPLICATE g(2211 S-72918 C1 

Additional Information 
lnfomation Gas Configuration 

Peak Center found at [1981] Gas 

Background: 1.31 mV, 1.82 mV,2.35 mV Magnet [Steps] 

Pressure Adjustment: Left: 2996.1 Right: 2997.6 ( Manual P Cups 

Preparation Method 

03/25/2012 3v_co2.met 

C02 

10446 

3,4,5 

Masses 44.0,45.0,46.0 

Ref. Name: d 13C/12C vs. d 180/160 vs. 
WKS-2-3 -43.760 VPDB -21.530 VPDB 
0 

Raw Data 

lnt.44 lnt.44 rR rR rd rd d d d d 
Sample Standar 45C02/44C< 46C02/44C< 45C02/44 46C02/44 45C02/44CC 46C02/44CC 13C/12C 180/16( 
[mV] [per mil] [per mil] [per mil] vs. [per mil] vs. [per mil] [per mil] 

[mV] vs. vs. VPDB VPDB vs. vs. 
WKS-2-3 WKS-2-3 VPDB VPDB 

Pn 2981.15 

1 2983.46 2978.11 1.1539435 1.4018693 9.069 20.142 -32.848 -1.896 -35.180 -1.820 

2 2982.46 2975.31 1.1539088 1.4018990 9.035 20.186 -32.880 -1.853 -35.217 -1.777 

3 2981.76 2971.69 1.1539493 1.4018966 9.083 20.188 -32.834 -1.851 -35.167 -1.776 

4 2980.84 2968.73 1.1539337 1.4018675 9.062 20.137 -32.854 -1 . 901 -35.187 -1.825 

5 2979.64 2965.00 1.1539169 1.4018958 9.046 20.171 -32.870 -1.868 -35.205 -1.792 

6 2978.31 2962.48 1.1539467 1.4019277 9.081 20.239 -32.836 -1.801 -35.171 -1.726 

Evaluated Data 

Mean Std.Dev. ST. Error Atom% Outlier 

d 45C02/44C02 [per mil] vs. VPDB -32.852 0.014 0.007 2 

d 46C02/44C02 [per mil] vs. VPDB -1.867 0.021 0.010 2 

d 13C/12C [per mil] vs. VPDB -35.186 0.014 0.007 2 

d 180/160 [per mil] vs. VPDB -1.791 0.021 0.010 1.067170 2 

d 170/160 vs. 10.359 0.011 0.005 0.205925 2 

DIM0129161 DIM0129177 


